Film badges for personal dosimetry of roentgen radiation.
The paper describes the calibration procedure for and data obtained from routine X-ray dosimetry service in Poland. In 1998 the number of readouts amounted to 152,000. The dosimetry concerned 31,281 workers in 3,113 enterprises. The annual collective dose was assessed to be 16.7 man.Sv. The analysis of the calibration quality is discussed as well. Only 2.9% of all points lay outside the quality curve while the number of the acceptable outliers was 5%.